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VeraCode® ADME Software v1.0.1.4 Release Notes 

This release note describes new features and changes since the initial VeraCode ADME Software 
commercial release. 

1. Version 1.0.1.4   

Note: Uninstall VeraCode ADME Software v1.0.1.3 before installing the VeraCode ADME Core 
Panel Kit v1.1.8.6 and software v1.0.1.4.    

1.1. Updated the special case default wild-type star call for NAT1 and NAT2 from *1A/*1A to 
*4/*4, because the scientific reference changed. 

2. Version 1.0.1.3      

2.1. Changed the STC scoring algorithm to be more tolerant if wells have a zero bead 
population for STC assays. 

2.2. Excluded assays with zero beads from the input to normalization algorithm. 

3. Version 0.9.4.0 (Initial Commercial Release) 
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